Ring artifact correction in gamma-ray process tomography imaging.
Ring artifacts have been studied for X-ray based Computed Tomography (CT) systems but not on γ-ray based in-situ applications. This paper discusses application of recently proposed automatic ring artifact reduction method (Yoon et al., 2016) on previously obtained experimental projection data from a γ-ray based Industrial Process Tomography (IPT) system for a prototype catalytic column. Studies include qualitative and quantitative evaluation of the method. It is observed that ring artifacts are suppressed without loss of significant information in γ-ray PT images.